[Microrough surface and its bio-effects of metallic biomaterials (I)--microrough surface of metallic biomaterials].
In this paper, four aspects of microrough surface of metallic biomaterials are reviewed: the preparation of microrough surface, the technology of surface roughness measurement, the parameters of roughness and the microrough surface bio-effect.